Multichannel functional electrical stimulation--facts and expectations.
Clinically applied multichannel stimulation was visualized in the very beginnings of FES. A short survey of existing multichannel systems was taken and compared to initial expectations. While much still remains to be done to get multichannel stimulation out of the research environment and into the clinical routine, the results obtained so far are encouraging enough to continue work in this area with increased effort.